Wide-necked intracranial aneurysms are challenging lesions to treat.
Wide-necked intracranial aneurysms are challenging lesions to treat. 1 Surgical clipping may be difficult or impossible if a true neck is not present. Endovascular therapy of these lesions has been limited to proximal balloon occlusion if adequate collateral circulation exists 2, 3 and, more recently the "remodelling" technique 4 which involves platinum coil deposition in the aneurysm lumen with temporary balloon occlusion of the parent vessel to prevent egress of the coils. In this case report, we describe the treatment of a wide-necked aneurysm of the distal left vertebral artery using a flexible coronary stent to bridge the wide neck and allow safe placement of platinum coils through the interstices of the stent to occlude the aneurysm lumen.
CASE REPORT
A 64-year-old male presented with a sudden severe headache three weeks prior to admission. He was treated for presumed tension headache but then experienced another severe headache with decreased level of ABSTRACT: Background: Endovascular therapy is becoming an increasingly popular treatment for cerebral aneurysms. Total angiographic occlusion of small-necked aneurysms (<4 mm) can be obtained in a high percentage of cases. The endovascular treatment of wide-necked or fusiform aneurysms remains a challenge with complete angiographic occlusion reported in <15% of cases. Case Report: We describe the combined use of a flexible coronary stent and platinum coils to treat a wide-necked aneurysm of the distal left vertebral artery, in a patient with Grade IV subarachnoid hemorrhage. Results: The procedure was technically successful as the parent artery was protected by the stent while coils were deposited in the aneurysm lumen. Although angiographic aneurysm occlusion was incomplete, the dome was packed with coils. No further hemorrhage has occurred. Conclusion: Combined endovascular stent and coil therapy is a promising technique for the treatment of wide-necked cerebral aneurysms. The patient was placed under general anaesthetic in the neuroangiography suite. A 9 French sheath was placed in the left femoral artery using Seldinger technique. The left vertebral artery was then selectively catheterized using a 9 French Shuttle introducing catheter (Cook, Bloomington IN). A 0.014 guidewire was then advanced through the introducing catheter into the vertebral, basilar and left posterior cerebral arteries. An AVE coronary artery stent (Medtronic, Mississauga ON), 5 mm diameter, 3 cm length was then placed across the base of the aneurysm. Great care was taken to ensure adequate stent purchase on either side of the aneurysm base, and the stent was then deployed ( Figure  3) .
A two-tip marker Tracker 10 microcatheter (Target/Boston Scientific, Fremont CA) was then advanced into the distal left vertebral artery. The microcatheter was navigated through the interstices of the stent into the aneurysm lumen (Figure 4 ). When satisfactory catheter position was achieved, seven Guglielmi Detachable Coils (GDC) were deposited within the aneurysm lumen ( Figure 5 ). There was some resistance during deposition of the last two coils, and the last one detached prematurely during attempted withdrawal. This was likely due to damage incurred at the coil wire junction during introduction rather than by stent traction during coil withdrawal. An attempt to retrieve this coil was unsuccessful and it was left in situ, with the proximal end in the aortic arch, and no coiling observed in the vertebral artery. In our experience with damaged minicatheters and coils left in the aorta, clinical complications have been rare. The postembolization angiogram showed continued filling of the aneurysm with stasis of contrast in the dome ( Figure 6 ). The patient tolerated the procedure well and afterwards he was spontaneously opening his eyes and following commands. He was maintained on antiplatelet medication (Aspirin 350 mg once a day). His level of consciousness gradually improved but his postoperative course was complicated by the development of hydrocephalus, meningitis, pneumonia, and a subdural hematoma after a fall. He had difficulties with swallowing and an unusual hypophonia. Postoperative MRI examinations showed no evidence for new infarction although the brainstem was partially obscured by metal artefact. Postoperative angiography was not performed due to the patient's medical complications, but ultrasound showed continued patency of the left vertebral artery. On discharge to his home hospital for rehabilitation one month after the procedure, he was oriented to name and place, following commands and moving all extremities but he did have residual proximal limb weakness and hypophonia. The mechanism of these deficits was uncertain but was thought to be related to brainstem injury at the time of hemorrhage rather than by perforator occlusion by the stent and coils.
DISCUSSION
GDC coiling has become a popular alternative to surgery for the treatment of cerebral aneurysms. 5, 6 Complete angiographic occlusion can be obtained in up to 85% of aneurysms with necks <4 mm in diameter, but <15% in aneurysms with wider necks. 7 Difficulties in the coiling of large aneurysms occur at the base if the neck is wider than the dome height. 7 It is very difficult to prevent egress of coils into the parent artery in these situations, with attendant risks of thrombus formation, distal emboli or vessel occlusion. The "remodelling technique" has been described by Moret et al 4 to address these problems. One or two nondetachable balloon catheters are placed at the base of a widenecked aneurysm. A minicatheter is introduced into the aneurysm lumen for coil deployment, and the balloon is temporarily inflated as the coils approach the neck to prevent them from encroaching on the parent vessel, and to mold them to the aneurysm contour. This technique therefore involves multiple catheters and temporary vessel occlusion.
The use of stents in the treatment of experimental aneurysms has been demonstrated by several authors. 8, 9 Stents and coils were used in these reports to successfully treat fusiform aneurysms in pigs. Covered stents have also been used to treat experimentally created arteriovenous fistulae. 10 In humans, veincovered stents have been used to repair a traumatic cervical carotid pseudoaneurysm.
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In our case, surgical options were limited due to the very wide neck of the posterior circulation aneurysm. Proximal balloon occlusion of the left vertebral artery would have been hazardous due to the small right vertebral artery which ended in PICA and the uncertain status of the posterior communicating arteries.
To our knowledge, this is the first use of a stent and platinum coils to treat a wide-necked intracranial aneurysm in Canada. Higashida et al 12 have reported the use of this technique to treat an acutely ruptured fusiform aneurysm of the basilar artery with a subtotal angiographic occlusion and a good clinical result. They used an articulated Palmaz-Schatz coronary stent (Johnson and Johnson, Warren NJ) and GDC coils. In our case, we chose a more flexible coronary artery stent which easily traversed the curves of the vertebral artery and permitted passage of a Tracker 10 minicatheter through the interstices for GDC coil deployment. It was also hoped that the interstices of the stent would permit continued perfusion of distal vertebral artery perforating vessels.
Lanzino et al 13 have recently reported on their series of eight patients treated with a combined stent and coil approach. In this group, which included both anterior and posterior circulation aneurysms, they observed over 90% thrombosis of all lesions and no periprocedure complications.
Although the angiographic occlusion was initially incomplete, it was hoped that further thrombosis would occur on follow-up angiograms which may be performed in the future. There has been no further hemorrhage at four months follow-up and the patient continues to improve slowly in rehabilitation.
The use of stents for cerebral aneurysm treatment may be limited by the proximity of small perforating vessels to the neck of the aneurysm which may be compromised by the stent. The added thrombogenic potential of stents and the possible development of neointimal hyperplasia with parent vessel stenosis may be further limitations of this treatment. There is a theoretical risk of coil damage during passage through the interstices of the stent, resulting in difficulties with placement and detachment.
Stents and coils offer unique opportunities to treat difficult intracerebral aneurysms. Technologies are evolving rapidly and a possible future modification includes the use of covered stents to occlude the wide necks of large aneurysms. The endovascular treatment of fusiform aneurysms without defined necks remains problematic.
